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We present a method of analysis of im ages of dynamic speckle based on the filtering in frequency bands of 
the temporary history of each pixel. Butterworth filters are applied to the temporary evolution, and different 
images are constructed showing the energy in each frequency band. Different degrees of activity of the 
sample in study, presumably attributed to different origins, are found. The method is exemplified with im
ages of bruising damage in fruits and of biological activity in germinating com  seeds. It is found that the 
activity in the bruised region of an apple differs from the activity of healthy regions in a certain character
istic frequency range. The activity of the embryo can also be distinguished from that of the endosperm in 
com  seeds during germination. © 2005 Optical Society of America 
OCXS codes: 100.0100, 120.6150, 000.1430.
Dynamic speckle or biospeckle is observed in biologi
cal samples illuminated by laser light. The properties 
and applications of this phenomenon have been 
treated in the literature.13
There are several methods for display of speckle 
pattern activity. Laser speckle contrast analysis,4 
proposed by Briers and Webster, uses the local con
trast analysis of the integrated time varying speckle 
in a nonscanning full-field technique for monitoring 
capillary blood flow. In the method of Fujii et al. ,5 an 
image display based on the accumulation of differ-
ences between images divided by its average shows a 
microcirculation map of human skin surface. Konishi 
and Fujii6 used the signal-to-noise ratio in a real
time application to visualize a blood flow map of the 
human retina. The method of Arizaga et al?  is based 
on accumulating all possible differences between con
secutive and nonconsecutive frames for each pixel of 
images in a seed analysis application. Recently other 
approaches were presented to characterization of 
atherosclerotic plaque by spatial and temporal 
speckle pattern analysis8 and to applying time
dependent speckle in holographic optical coherence 
imaging to the study of tumor tissue. 9
In the aforementioned methods, the result is a 
single image that shows a certain measure of the to
tal activity of the sample. In this Letter we propose a 
method with which to analyze biospeckle activity 
based on decomposition of images in temporary spec
tral bands that permits us to obtain several mea
sures with a better defined meaning, thus adding to a 
better detailed characterization of the behavior of the 
samples.
Most algorithms already developed for activity im
ages discard time information and pool all the infor-
mation concerning activity measurement in a single 
measure. Biological phenomena do not exhibit well-
defined frequencies, but, in some cases, they differ in 
the frequency ranges where energy is concentrated. 
By using the filters in the frequency domain, one can 
discriminate phenomena in the sample that occur on 
different time scales. We present some examples to il
lustrate the methodology, but this technique can be 
extended to other applications of dynamic speckle in 
biological samples.
We consider biospeckle image sequences of objects 
in regions in which different activities are present. It 
can be observed that the levels of intensity variation 
of the speckle grains are different in each region. It is 
possible to find pixels that show fast intensity varia
tions and others that show slow ones or no variations 
at all. To study these variations and characterize 
typical times of different regions we can state the 
analysis in frequencies instead of times.
Fujii et al.10 applied this idea to the measurement 
of blood flow at a point. We extend its use to a se-
quence of images. Instead of carrying out a Fourier 
analysis, we use a bank of filters, implemented in a 
computer, to find bands that depict different types of 
activity. In this way, a region with a certain type of 
activity can be associated with one or several fre
quency bands.
Fig. 1. Frequency bands in the Butterworth filters bank.
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We recorded a sequence of N  successive speckle im
ages with a sampling frequency fs. In this way it was 
possible to observe how a pixel evolves through the N  
images. That evolution can be treated as a time se
ries and can be processed in the following way: Each 
signal corresponding to the evolution of every pixel 
was used as input to a bank of filters. The intensity 
values were previously divided by their temporal 
mean value to minimize local differences in reflectiv-
ity or illumination of the object. The maximum fre
quency that can be adequately analyzed is deter
mined by the sampling theorem and is half of 
sampling frequency fs. The latter is set by the CCD 
camera, the size of the image, and the frame grabber. 
The bank of filters is outlined in Fig. 1. In our case, 
ten 5° order Butterworth11 filters were used, but this 
number can be varied according to the required dis
crimination. The bank was implemented in a com
puter using Matlab software. We chose the Butter  
worth filter because, in addition to its simplicity, it is 
maximally flat. Other filters, an infinite impulse re
sponse, or a finite impulse response could be used.
By means of this bank of filters, ten corresponding 
signals of each filter of each temporary pixel evolu-
tion were obtained as output. Average energy Eb in 
each signal was then calculated:
Fig. 2. Results of the apple bruising experiment: (a) first 
band (0-0.125 Hz), (b) third band (0.250-0.375 Hz), (c) 
tenth band (1.125 1.250 Hz).
We used a low illuminating intensity to minimize the 
effect of irradiation on the sample activity. The mean 
laser illumination was kept constant during all mea
surements, and no appreciable changes in sample re
flectivity were observed.
An apple was bruised12 by dropping a sphere (di
ameter, 21.9 mm; weight, 133.6 g) on it from a con
trolled height (h = 20 cm). The bruised region could 
not be distinguished from the unbruised rest of the 
apple by visual inspection.
A series of images of dynamic speckle was regis
tered after the blow and the images were processed 
with the proposed algorithm. An inert object was in
cluded as a reference in the upper right comer of 
each image. In Fig. 2 we show three representative 
results. Figure 2(a) corresponds to the lower- 
frequency band (0 0.125 Hz). The dark zone below 
represents the bruised region. This means that the 
activity in this zone and for this frequency band is 
very low, slightly higher than in an inert region but 
lower than in a healthy region. Conversely, Fig. 2(b), 
corresponding to the third band (0.250-0.375 Hz), 
shows the bruised region with higher activity than in 
the rest of the apple. Band 10 [1.125-1.250 Hz; Fig. 
2(c)] does not show any difference between bruised 
and healthy regions.
The technique was then applied to images of 
speckle in corn seeds that had previously been hy
drated to start the germination process and had been 
longitudinally cut in halves. In Fig. 3 an image of 
seed illuminated by incoherent light is exhibited; the 
embryo and the endosperm regions can be observed. 
The six most significant resultant images that corre-
spond to the energy in each band are shown in Fig. 4.
The image of the first band (0 0.1 Hz) shows the 
bright zone of the endosperm. The embryo, which is 
the active zone in germination, is dark here because 
this band emphasizes only the zones of slower activ
ity. The last image represents the highest frequency 
band reported here (0.5 0.6 Hz). The embryo is 
bright here, and the endosperm is dark. That is, the 
embryo shows higher activity in the high frequencies. 
For higher frequencies than that the results do not 
show significant differences.
4 7  2
Fig. 3. Incoherent image of a com seed.
where pb(n) is the intensity of the filtered pixel in the 
rcth image for filter b divided by its mean value and N  
is the total number of images. In this way, ten values 
of energy for each pixel were obtained, each of them 
belonging to one of the frequency bands in Fig. 1.
With these values it is possible to build ten images 
of the active object, each one of which shows how 
much energy of time varying speckle there is in a 
certain frequency band. False color assignment 
to the gray levels in the results would help in 
discrimination.
Using the proposed method, we performed two ex-
periments: studies of bruising damage in fruits and 
of biological activity in com seeds. In the experi-
ments the sample was illuminated by an expanded 
low-power (10 mW) He Ne laser. By using a CCD 
camera as a detector and a host computer with a 
frame grabber, we registered, digitized, and stored 
the successive sample images. Care was taken that 
the speckles were well resolved by the CCD sensor.
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In the intermediate frequency bands [Figs. 
4(b)-4(e)], other regions, such as a riverlike trace in 
the endosperm, appear bright, probably due to a 
break but the biological origin of the brightness is not 
yet certain. It is apparent that in the intermediate  
frequency bands the method permits the estimation 
of the energy that corresponds to several time scales. 
Several regions can be discriminated by differences 
in activity.
Adequate interpretation of the meaning of these 
measures requires learning through experiment to 
evaluate which activities are normal and which inter
fere with germination. In these images there seems 
to be considerable biological information, but its dis
cussion is beyond the scope of this work.
In conclusion, we have proposed the use of tempo
ral filters to identify regions with speckle activity of 
different possible causes. A bank of filters has been 
used, and different types of activity have been de
tected. In this way, regions of the object that show 
certain types of activity can be associated with one or 
several frequency bands.
Applications to com seeds of the onset of germina
tion and to a bruised apple were used as examples. In 
both cases it was possible to discriminate regions 
with different types of activity. The interval of fre
quencies where the apple’s bruised region can be dis
tinguished from the healthy regions was identified, 
and the activities of the embryo and the endosperm 
in com seeds were explored.
Compared with existing methods for activity as
sessment, this method is both quantitative and quali
tative as it provides visual information on the several 
time scales where the various phenomena occur with
out loss of spatial resolution. Additional information 
is then obtained, as in all the other displays all the 
activity information is pooled in a single image. Un
fortunately, in its present state the method cannot be 
implemented in real time.
The technique can be used to segment other types 
of phenomena in biological samples or in industrial 
processes (corrosion, drying of paint, vibrations, etc). 
Each application requires learning and expertise in 
the phenomenon involved and provides information 
on the times scales that determine the activity of 
each region.
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Fig. 4. Results of the corn seed experiment: (a) first band 
(0-0.1 Hz), (b) second band (0.1-0.2 Hz), (c) third band 
(0.2-0.3 Hz), (d) fourth band (0.3-0.4 Hz), (e) fifth band 
(0.4 0.5 Hz), (f) sixth band (0.5 0.6 Hz).
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